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Dear Anthony Welazoques:

Az described below, the Pricing, Data Analysis, and Codmmg (PDACY Contractor has reviewed
the product(s) lsted above and has approwved the listed Healthcare Common Procedure Coding
systern (HCPCS) codes for billing  the four Durable Medical Equipment Medicare
Admistrative  Contractors (DME BMACS),

The PDATC Contractor prowides coding assistance to manufacturers to ensure proper coding of
Durable IMedical Equipment, Prosthetics, Orthotics, and Supples (DWEPOS) The PDAC
publishes coding decisions based on the coding gmdelines established by the Local Coverage
Determinations  (LCDs) and assoctated Policy Articles and any related Ldwizory Articles
established by the DIE MAC: All products subtitted to the PDAC for a coding verfication
review are examined by coders and professionals following  aformal, standardized process.

The PDAC has reviewed the abowe listed product(s). Based on this rewview and application of
DIE WAC policy, the HCPCS code(s) listed below should be used when biling  the DIE
A CSs:

L0637 - Lumbar-Zacral Orthosis, Sagittal-Coronal Control, With Eigd Antenior And Posterior
FramePanels, Posterior Extends From Sacrococcygeal Junction To T-2 Vertebra, Lateral
strength Prowided By Biomd Lateral Frame/Panels, Produces Intracawitary Pressure To Eeduce
Load On Intervertebral Dizcs, Includes Straps, Closures, May Include Padding, Shoulder Straps,
Pendulous Abdomen Design, Prefabncated, Includes Fitting And Adjustment

This deciston applies to the application we recetved on June 17, 2013, If information  subsnitted
i that application has changed or were to change, it could impact our decision. Therefore, anew
apphcation would need to be submitted for HCPCS coding verffication  rewew. The coding
assighed in this decision letter wall be avallable on the Product Classification List (PCL) on the
Durable Medical Equipment Coding System (DIMECS) wathin ten (10 worling  days from the
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letter’s date. The DIWECS can be accessed on the PDAC website, www. dimepdac.com . Flease
talce the time to werify that thiz coding decision is correctly reflected i DIECE.

If yvou disagree with this decizsion, you tnay request a reconsideration within 45 days of the
letter’s date and prowide ewidence to substantiate areconsideration of PDACTs original coding
determination. To request a reconsideration, complete the Eeconsideration Eequest fornm located
on the PDAC website at httpsfwww dmepdac comirewiewfrequesting html I your request for a
reconsideration 18 made after the 45-day tine frame, i will require anew application and
documentation to suppott the request.

It is the responsibiity  of manufacturers  and distnbutors to notify the PDAC immediately  of any
changes wwvolwing thewr products, as listed on the PCL on DIMECS. Further mformation  for
requesting updates to the PCL can be found on the PDAC website at

httpsfiwww dmepdac comirewiewinotifying html . Ttz also the responsibility  of manufacturers
and distributors to assure thetr websites and product marketing tnaterials accurately reflect the

product reviewed by the PDAC and the coding decision assigned.

An assionment  of the HCPCE codels) to product(s) 18 not an approval or endorsement of the
product(s) by Medicare or Nondian Healthcare Solutions, nor does it imply or guarantee claim
retmbursement  of coverage.

If wou have questions about policy, clatm coverage of reinbursement, please contact the DME
LIAC for yvour jurisdiction. For other questions, contact the PDAC Contact Center at the address
listed akowe or by telephone at (877) 735-1326 The Contact Center 18 open Monday through
Friday from 230 am tod pm CT

mincerely,
FDAC

Morndian Healthcare Solutions, LLOC
www. dmepdac. com




